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We present an experimental study of a composite voltage-biased superconducting bolometer �VSB�. The
tested VSB consists of a Ti-film superconducting thermometer �Tc � 375 mK� on a Si substrate suspended
by NbTi superconducting leads. A resistor attached to the substrate provides calibrated heat input into
the bolometer. The current through the bolometer is measured with a superconducting quantum
interference device ammeter. Strong negative electrothermal feedback fixes the bolometer temperature
at Tc and reduces the measured response time from 2.6 s to 13 ms. As predicted, the measured current
responsivity of the bolometer is equal to the inverse of the bias voltage. A noise equivalent power of 5 �
10�17 W��Hz was measured for a thermal conductance G � 4.7 � 10�10 W�K, which is consistent with
the expected thermal noise. Excess noise was observed for bias conditions for which the electrothermal
feedback strength was close to maximum. © 1998 Optical Society of America

OCIS codes: 120.0120, 040.3060.

1. Introduction

Bolometers are sensitive, broadband millimeter-
wave and infrared detectors used extensively in as-
tronomical observations and in laboratory
spectroscopy.1 In many applications, bolometer per-
formance is limited by a trade-off between speed and
sensitivity. For example, maximum sensitivity for
low-background astronomical measurements such as
balloonborne observations of the cosmic microwave
background2 is usually achieved at the expense of
bolometer time constants. In applications in which
Fourier spectrometers are used, a fast bolometer with
a linear response over large changes in radiation
power is often desired. With conventional bolom-
eters, these properties are usually achieved at the
expense of sensitivity. Recently, the voltage-biased
superconducting bolometer �VSB� was introduced.3
This device potentially has a much better combina-
tion of speed and sensitivity than technologies cur-
rently in use.4 The large d�log R��d�log T� of the

superconducting transition results in a strong nega-
tive electrothermal feedback �ETF� effect5 that fixes
the bolometer temperature at Tc and reduces the bo-
lometer response time by orders of magnitude less
than the intrinsic time constant. In this strong ETF
regime, the current responsivity of the VSB is equal
to the inverse of the bias voltage over a wide range of
signal power. Unlike a conventional bolometer in
which the output is proportional to the temperature
change, the VSB is a null detector whose output is the
feedback current needed to hold the temperature con-
stant. Because of the large d�log R��d�log T� of the
VSB and the low noise of superconducting quantum
interference device �SQUID� amplifiers, the noise-
equivalent power �NEP� can approach the limit set
with thermal fluctuations.

In this paper we present experimental data on a
composite VSB that consists of a Ti-film supercon-
ducting thermometer �Tc � 375 mK� on a Si substrate
suspended by NbTi superconducting wires that pro-
vide both electrical connection to the thermometer
and a thermal link with conductance G � 4.7 � 10�10

W�K to an �270-mK cold stage. The current
through the bolometer is read out with a SQUID
ammeter. Earlier research4 presented measure-
ments of a VSB operated at �100 mK for which ther-
mal isolation was achieved with electron-phonon
decoupling. The research presented here demon-
strates that the benefits of strong ETF can be realized
at a temperature appropriate for 3He refrigerators
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and with a composite bolometer structure incorporat-
ing a conventional weak thermal link. The presen-
tation of the theory has been significantly improved
compared with the earlier research, and a detailed
comparison between theory and experiment has been
made for the first time to our knowledge. In the
following sections, we discuss the theory of the VSB,
the design and fabrication of the bolometer, the ex-
perimental apparatus, and the measurements of re-
sponse time, responsivity, and noise.

2. Voltage-Biased Superconducting Bolometer Theory

The operation of a VSB can be illustrated by a simple
model: a bolometer with heat capacity C is con-
nected to a heat sink at temperature T0 with an aver-
age thermal conductance G. The bolometer is heated
up to its operating temperature T by background
power P and bias power Vb

2�R, where Vb is the bias
voltage and R is the resistance of the transition-edge
thermometer. When the substrate absorbs a time-
varying signal power �Pexp�i�t�, the resulting tem-
perature rise, �Texp�i�t� ��T 		 T�, causes a decrease
in the bias power. The power flow for this model is
given by1

P � �P exp�i�t� �
Vb

2

R
�

Vb
2

R2

dR
dT

�T exp�i�t�

� G�T � T0� � G�T exp�i�t� � i�C�T exp�i�t�, (1)

where G 
 dPtotal�dT is the differential thermal con-
ductance of the weak link at temperature T. We can
separate Eq. �1� into the time-independent term P �
Vb

2�R 
 G� �T � T0� and the time-dependent term

�P exp�i�t� � �Pb

T
� � G � i�C��T exp�i�t�, (2)

where � 
 d�log R��d�log T� is a dimensionless pa-
rameter describing the sharpness of the transition.
The first term gives the negative ETF; when it is
large, it reduces the temperature response �T be-
cause the bias power change compensates the change
of signal power in the bolometer. From Eq. �2� we
define an effective complex thermal conductance,6
which controls the temperature response of VSB to
the incident signal power

Geff �
Pb

T
� � G � i�C. (3)

It is clear that the effective thermal conductance of
the VSB is increased by the effect of negative ETF.
We define a loop gain � ��� for ETF from the formula

������P � �Pb� � �����Ptotal � ��Pb, (4)

which is analogous to that used for electronic feed-
back circuits.7 This gain is frequency dependent
and is given by the ratio of the terms in Geff,

���� �
Pb�

GT�1 � i�
0�
�

�

1 � i�
0
, (5)

where � is the dc gain.3 The gain rolls off at � �
1�
0 
 G�C.

At frequencies � 		 1�
0, the temperature change
�P�G�� � 1� is reduced by a factor of � � 1 compared
with that without ETF. The VSB output is the
change of bias current and its current responsivity is
defined as Si � �I��P. From Eq. �2�,3

Si �
�1
Vb

�

�� � 1�

1
�1 � i�
�

, (6)

where 
 
 
0��� � 1� is an effective time constant.
Two features of the VSB are immediately apparent
from this expression. In the limit � �� 1 with � 		
1�
, the responsivity Si � �1�Vb is simply given by
the bias voltage. Also, the frequency response of the
VSB rolls off at the higher frequency 1�
 rather than
1�
0.

Since the mean-square fluctuations from uncorre-
lated sources can be added in quadrature, the NEP
for a VSB can be written

NEP2 
 NEPphoton
2 � �4kT2G

�
4kT�R

�Si�2
�



0
�2�1 � �2
0

2

1 � �2
2 �
�

iSQUID
2

�Si�2
� NEPexcess

2, (7)

where the terms describe photon noise, thermal fluc-
tuation noise, Johnson noise, amplifier noise, and ex-
cess low-frequency noise �often 1�f �.

In our experiments, photon noise does not contrib-
ute since we use heater power to simulate optical
power in the bolometer that is operated in the dark.
Two types of fundamental thermal noise set limits to
the performance of the bolometer: thermal fluctua-
tion noise and Johnson noise. Thermal fluctuation
noise is caused by the random propagation of energy
carriers between the thermometer and the heat sink.
The fluctuations of power flow have a spectral density
NEPthermal

2 
 �4kT2G, where � is a factor less than
unity representing an adjustment to the thermal fluc-
tuation noise for the gradient in temperature along
the thermal link.8 This factor is calculated by
Mather assuming G � nTn�1 and is approximately
1 � �1 � n�2�t � �2 � n��2 � 3n�t2�12, where t 
 1 �
T0�T. For a constant R, Johnson noise generates a
fluctuating current in a closed circuit with a spectral
density in

2 
 4kT�R. However, Mather points out
that these current fluctuations are reduced by the
large dynamic resistance8 of a bolometer in the strong
ETF limit. As shown in Eq. �7�, the contribution
from Johnson noise is reduced by 1��� � 1� for � 	
1�
0 and gradually increases with frequency until it
reaches its usual value for � � 1�
. The iSQUID

2

term in Eq. �7� is the noise current of the SQUID.
Excess noise for a VSB may have contributions from
various sources, such as fluctuations in T0, micro-
phonics, contact shot noise,8 resistivity fluctuations,9
and superconducting flux noise.10

For direct comparison with measurements, it is
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useful to rewrite the noise of a VSB in terms of noise
current referred to the input of the SQUID,

In
2 � �Si �2�4kT2G �

4kT
R � 



0
�2�1 � �2
0

2

1 � �2
2 �
� iSQUID

2 � iexcess
2. (8)

In Fig. 1, a theoretical noise spectrum of the VSB
under test is computed with Eq. �8� with no excess
noise. The input parameters are taken from the
VSB and the SQUID used in this study, and Si��� is
calculated from Eq. �6�. The plot in Fig. 1 demon-
strates qualitative features of the Johnson and the
thermal fluctuation noise predicted for a VSB. The
predicted total noise current can be compared with
experimental results.

3. Bolometer Fabrication and Operation

The measured bolometer has a composite structure,
including a thermometer, electrical leads, and sus-
pension wires �Fig. 2�. The thermometer is a 40-nm-
thick film of Ti sputtered on a 0.3-mm-thick Si wafer
that was then diced to 1.5 mm � 1.5 mm with a
diamond saw. No special effort was made to reduce
the heat capacity. The thermal mass of the Si sub-
strate, for example, could have been reduced by
nearly 1 order of magnitude. Electrical contact to
the Ti film is provided by 1.5 mm � 0.2 mm super-
conducting Al–Au bilayer contacts to obtain a uni-
form current distribution. The 200-nm Au film is
evaporated on top of the 80-nm Al film without break-
ing vacuum to provide low-resistance contacts with
the electrical leads. Both the suspension wires and
the electrical leads use 12.5-�m-diameter NbTi
wires. The mechanical suspension consists of two
parallel NbTi wires tensioned and soldered onto Cu

contact pads that are epoxied11 to the Cu bolometer
ring as shown in Fig. 3. The bolometer substrate is
attached to the middle of the suspension wires with
epoxy. The electrical leads are attached to the Au
pads with Ag epoxy.12 By chemical etching every-
where except at the ends where solder or Ag–epoxy
connections are made, we removed the 2-�m Cu clad-
ding on the wires. The thermal conductance is
dominated by the two electrical leads that have �5-
mm-long etched regions to give G� � 10�10 W�K. On
the reverse side of the bolometer substrate, a 7.18-�
NiCr heater chip is attached to the bolometer with
epoxy. The heater chip is current biased, and the
power generated simulates optical power incident on
the bolometer. A Bi film could be deposited on this
side of the substrate to absorb radiation.1

The test cryostat has a charcoal-pumped 3He re-
frigerator with a base temperature of �260 mK at-
tached to a superfluid 4He cold plate.13 We varied
the temperature of the refrigerator by heating the
charcoal sorption pump. A sample stage at �270

Fig. 1. Predicted noise current of the VSB tested, referred to the
input of the SQUID. The total noise current is obtained when
Johnson, thermal fluctuation �phonon� and SQUID noise are added
in quadrature with Eq. �8�. The input parameters for the plots
are Vb 
 8.8 �V, G� 
 3.5 � 10�10 W�K, R 
 5 �, T 
 375 mK, T0


 270 mK, dR�dT 
 2.5 � 103 ��K, 
0 
 2.6 s, 
 
 0.13 s, and
iSQUID

2 
 �5 � 10�13�2 � �4 � 10�13�2�f A��Hz at f � 0.1 Hz.
These parameters correspond to a relatively low gain � 
 20,
which gave the best experimental noise performance.

Fig. 2. Diagram of the VSB tested. A NiCr heater chip is at-
tached to the back of the substrate. The bolometer substrate is
1.5 mm � 1.5 mm.

Fig. 3. Voltage-biased bolometer circuit with SQUID read-out
amplifier. The VSB operates on the superconducting transition
with 2 � R � 5 �. The reactance of the SQUID input coil is
negligible.
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mK is connected to the 3He refrigerator by a Cu wire
with a thermal conductance �10�4 W�K, giving a
10-s time constant. This low-pass filter, with a cut-
off frequency of �10�2 Hz, reduces the effects of tem-
perature fluctuations in the 3He refrigerator in
bolometer operation. The bolometer is shielded
from ambient infrared radiation by a Cu enclosure,
and the bolometer ring is clamped to the sample stage
by brass screws. The inside of the Cu enclosure is
painted with infrared absorbing paint made from
Stycast epoxy, lampblack, and glass beads.14 This
Cu enclosure is designed to reduce the optical load on
the bolometer to a negligible level. The transition
temperature of the bolometer in this enclosure was
measured to be within 5 mK of the transition tem-
perature of several witness samples from the same
wafer when these were heat sunk directly to the cold
stage. This result implies that 	5% of the power
needed to bias the bolometer in the transition is op-
tical. The voltage-bias circuit is illustrated in Fig. 3,
which consists of a SQUID input coil in series with
the bolometer and a 16.2-m� shunt resistor in par-
allel with the bolometer and the SQUID coil. The
bolometer bias voltage is obtained when this circuit is
current biased. The components of this circuit are
mounted on the sample stage, except for the Quan-
tum Design SQUID15 with its input coil, which is
mounted on the 4He cold plate and is connected to the
bias circuit by a twisted pair of NbTi wires. A Quan-
tum Design SQUID controller15 was used.

We used heater power to simulate the background
optical power and the signal power for measurements
of responsivity, time constant, and noise. The bo-
lometer was typically operated with a resistance
higher than 1 �. For time-constant measurements,
we applied a step in heater power and read out the
current response of the VSB from the SQUID. The
time traces of the current response and the noise data
were recorded with a signal analyzer.16

4. Results

The resistive transition of the bolometer was mea-
sured for bias voltages of 1 and 3 nV for both the
warming and the cooling directions. All measure-
ments yielded curves similar to that in Fig. 4, indi-
cating that negative ETF does not affect the
measured R�T� for these voltages. The 10–90%
transition width is �2 mK, and there is a 0.5-� re-
sidual resistance, which presumably comes from the
contacts. The largest value of � for this Ti film is
�1000 at R 
 1.5 �.

The operating point on the resistive transition
moves monotonically to higher resistance with in-
crease of either bias power or heater power. Figure
5�a� shows that the total power Ptotal, which is the
sum of bias power Pb and heater power Pheater, re-
mains essentially constant for operating points that
correspond to the steep portion of the transition. At
a bias voltage of 5.24 �V, the deviation from linearity
of �Ptotal�Ptotal is less than 1% over a power range of
�30 pW. Since the loop gain of the VSB is given by
� 
 ��Pb��Ptotal, wherever Ptotal is constant, the

gain � is large and the responsivity is expected to be
close to the reciprocal of the bias voltage as described
by Eq. �6�. In Fig. 5�b� we see that the bolometer
current decreases linearly as Pheater increases when
the VSB is biased on the transition and its slope,
dI�dPheater, is equal to �1�Vb within 1% over a large
range of power. In an actual application, the bolom-
eter parameters would be adjusted so that the back-
ground infrared power biases the bolometer into the
linear range that begins at �8 pW in this example.
The response to the signal and to any increase in
background would be strictly linear. Note that, in
this example, the power range where the VSB re-
sponse is linear is 2 orders of magnitude larger than
what could be achieved by a neutron-transmutation-
doped Ge bolometer with similar G� and bias power for
which a criterion of a 1% responsivity change is used.
We see in Fig. 6 that the product of the responsivity

Fig. 4. Measured temperature dependence of the thermometer
resistance. The largest value of � observed with this film is
�1000.

Fig. 5. Total power and current response measured with Vb 
 5.4
�V. �a� The total power dissipated in the VSB is roughly constant
and equal to 36 pW for a wide range of heater power �8 pW �

�Pheater � 33 pW� that corresponds to the steep part of the super-
conducting transition where the ETF is strong. �b� The VSB has
a linear response to changes of heater power in the strong ETF
regime, and the responsivity is given by Si 
 �1�Vb.
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and the bias voltage is constant over the range of bias
voltage where the VSB is biased on the transition.

The response of the VSB to a step in heater power
is presented in Fig. 7 for a bias point low in the
transition, where � is maximized and for a bias point
above the transition where � 		 1. For the mea-
surement with � 		 1, we obtain the intrinsic time
constant C�G, which we find to be 2.6 s. The time
constant for the maximum � is 13 ms giving a factor
of 200 decrease in response time.

It is difficult to determine � precisely for each mea-
sured 
. Since dR�dT is current dependent, espe-
cially at the lower end of the transition, it is not
correct to derive � from values of � determined from
the data in Fig. 4, which were measured in the low-
current limit. Therefore we measured �Pb and �Pto-

tal for each point by changing heater power, and we
computed � 
 �Pb��Ptotal from Eq. �4�. However,
since the change of total power is very insensitive to
the operation point in the strong ETF regime, errors

in determining � are as large as a factor 2. In Fig.
8 we plot the measured 
 versus � in comparison with
the calculation of 
0��� � 1� from Eq. �6�. The open
circles are the measured data and the solid curve is
calculated assuming 
0 
 2.6 s. Here we determined

 by fitting the time response data as shown in Fig. 7
to a single time-constant exponential function. The
time-constant data follow the calculated curve over
the entire range of �, although the large uncertainty
in � produces a large scatter.

The thermal conductance of the tested VSB can be
extracted from G� 
 Pb�T0���Tc � T0� and G�Tc� 

nG� �¥0

n �T0�T�i.4 From the results shown in Fig. 4
and in Fig. 5�a�, we obtained G� � 3.5 � 10�10 W�K for
the tested VSB. For NbTi wires, n � 3.17 We cal-
culate G�Tc� � 4.7 � 10�10 W�K, �� � 0.8, and
therefore NEPthermal �5 � 10�17 W��Hz. At fre-
quencies below 1�2�
, the calculated thermal noise
current referred to the SQUID input is 5 � 10�5�Vb
pA��Hz, where Vb is the bias voltage. The Johnson
noise is 4.6��R pA��Hz for f � 1�2�
. The current
noise of the SQUID is iSQUID � 0.5 pA��Hz with a
low-frequency noise corner of 0.5 Hz.

We measured the VSB noise shown in Fig. 9 for
R 
 2, 3.5, and 5 � with the bias voltage Vb 
 8.8 �V
by varying the heater power. The values of � cor-
responding to these operating parameters are
roughly 150, 80, and 20. Figure 1 shows that, in the
absence of excess noise, the noise for f 	 1�2�
 should
be dominated by thermal fluctuations that give �5.7
pA��Hz for all R. The noise for f � 1�2�
 is dom-
inated by Johnson noise, which gives 3.2, 2.4, and 2
pA��Hz for resistances of 2, 3.5, and 5 �, respec-
tively. The measured noise at 5 �, where the gain �
� 20, agrees with the calculated thermal fluctuation
noise and Johnson noise for frequencies greater than
0.6 Hz. Excess noise is seen for frequencies less
than 0.6 Hz, which has a frequency dependence close
to 1�f for all values of R. Possible candidates in-
clude microphonics from the suspension and the elec-
trical wires, resistivity fluctuations of the
superconducting Ti film,9 and superconducting flux

Fig. 6. Product of VSB responsivity and bias voltage SiVb is con-
stant over the range of bias voltage that corresponds to the steep
part of the transition.

Fig. 7. Response of the VSB to a step in heater power. The data
with negligible feedback is obtained when the VSB is operated
above the transition where � 		 1, giving an intrinsic time con-
stant 
0 
 2.6 s. A time constant of 13 ms was observed with � �
170.

Fig. 8. Measured effective time constant 
 as a function of gain �.
The curve gives the predicted dependence of 
 
 
0��� � 1�, with

0 
 2.6 s.
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motion.10 We examined the effect of microphonics
by mounting an electromagnetic driver on the cryo-
stat, which was driven from a white-noise source at
several power levels. It was found that the thresh-
old for increasing the noise at low frequencies with
the driver was very low. Ambient acoustic energy
may cause mechanical vibration of the bolometer giv-
ing a heat input that varies at low frequencies. This
mechanism has been observed for many bolometers
constructed in a similar manner.

In addition to the excess low-frequency noise, we
see excess white noise that increases as the VSB
resistance decreases and a broad peak that occurs
roughly at 1�2�
. The broad peak in the noise spec-
tra may be understood from the effects of a finite,
internal time constant on the ETF. The model of
VSB operation described above assumes no time de-
lay in reaching internal thermal equilibrium after
changes in the heater, bias, or noise power. How-
ever, with large �, the bolometer time constant 
 may
become comparable with internal time constants that
then should not be neglected. We have explored
models in which there are time delays between these
power inputs. In general, the detector responsivity
is then a more complicated function of frequency than
is given in Eq. �6�. In particular, if there is a delay
between a thermal fluctuation in the input power and
the response of the superconducting film, a broad
peak appears near 1�2�
 in responsivity and thus in
the output noise power spectrum. This effect, which
is illustrated in Fig. 10, is not excess noise but rather
an underestimate of the responsivity for frequencies
near 1�2�
. The peak in the simulation is sharper
and more pronounced than in the data, which may
indicate that the thermal circuit of the bolometer is

more complex than that of our model. In general,
the peak in responsivity should be most pronounced
when the bolometer time constant is limited by the
internal thermalization time, which is consistent
with our observation on another VSB.18 A peak in
noise was also observed with earlier measurements of
a very fast VSB.4,5 A similar mechanism was hy-
pothesized in which a peak in responsivity occurs
when the effective time constant of the bolometer
approaches the L�R time constant of the SQUID in-
ductance and the bolometer resistance. However,
this effect is unlikely to contribute to the peak in the
noise spectrum of the current data since the L�R time
constant is much smaller then the effective time con-
stant.

5. Conclusion

We have fabricated a composite VSB with a Ti-film
thermometer. The VSB has an average thermal
conductance of 3.5 � 10�10 W�K and operates at 375
mK with a 3He refrigerator. The largest value of �
of our Ti thermometer was found to be �1000. The
measured 
0 
 C�G of the tested VSB is approxi-
mately 2.6 s. With ETF, the time constant is re-
duced by a factor of 1��� � 1� as predicted. The
shortest observed response time is �13 ms, which is
200 times faster than without ETF. Within the
steep part of the resistive transition, the low-
frequency current responsivity is equal to �1�Vb
within 1%. The linear range of the VSB is 2 orders
of magnitude wider than that could be achieved by a
neutron-transmutation-doped Ge bolometer operated
with similar G� and bias power. The measured noise
includes a 1�f component for f 	 0.6 Hz, which could
be due to microphonics. For a bolometer resistance
of 5 � �� � 20�, the noise for f � 0.6 Hz is close to that
predicted from thermal fluctuation noise and John-

Fig. 9. Measured noise spectra for Vb 
 8.8 �V and R 
 2, 3.5,
and 5 �. The operating point on the resistive transition is set
when the heater power is changed. The estimated thermal fluc-
tuation noise and Johnson noise are indicated for each plot. The
noise is predicted to approach thermal fluctuation noise for f 	
1�2�
 and Johnson noise for f � 1�2�
. Except for 1�f noise for
f 	 0.6 Hz, the data for R 
 5� �where � 
 20� agree with the
theory plotted in Fig. 1. Excess broadband noise is seen for R 

3.5 and 2 � where � � 80 and 150.

Fig. 10. Calculation of the effect of an internal time constant 
i on
the bolometer responsivity �Si� f � Vb�. The model assumes that
the bias power enters a thermometer with heat capacity Ci and
thermal conductance Ci�
i to the rest of the bolometer. The bo-
lometer is biased so that 
 � 15 ms �� 
 170�. For 
i 		 
, VbSi� f �
has a Lorentzian roll off at 1�2�
. For values of 
i comparable
with 
, there is a peak in Si� f � near 1�2�
, which causes a peak in
the output noise arising from thermal fluctuations. This feature
disappears as the gain is reduced.
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son noise. For lower resistance �higher gain� some
excess noise is seen over a wide range of frequencies,
with a suggestion of a broad peak near 1�2�
. Such
an effect may be caused by a time delay in the prop-
agation of heat from the thermal fluctuation to the
thermometer.

For applications in which the thermal conductance
of the weak link is limited by background power, the
VSB should yield essentially the ideal NEP without
the severe constraint on the heat capacity encoun-
tered in conventional bolometers. Alternatively, in
applications in which a speed requirement governs
the selection of G for a conventional bolometer, a
substantial reduction in NEP should be possible with
the VSB. In applications in which the background
power changes substantially, the large linear range of
a VSB can simplify the detector operation compared
with that of conventional bolometers. The respon-
sivity is independent of moderate variations of base-
temperature and power loading, which means that
calibration should be simpler and more accurate.
These properties are of value in a wide range of ap-
plications from laboratory Fourier transform spec-
troscopy to infrared astronomy.

Finally, the VSB has advantages in ease of fabri-
cation and implementation compared with conven-
tional bolometers. Strong efforts to reduce the heat
capacity are not necessary. Arrays of VSB’s for as-
tronomical observations can be manufactured with
entirely photolithographic techniques in which, for
example, silicon or silicon nitride isolation structures
are used. SQUID amplifiers dissipate very low
power ��1 nW� compared with field-effect transistors
and in principle can be operated on the same temper-
ature stage.
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